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SECTION  I 


INTRODUCTION 


The  laser  Doppler  velocimeter  (LDV)  has  gained  wide  acceptance 
as  a  measuring  instrument  in  fluid  mechanics  research,  particularly 
for  turbulent  flow  studies.  However,  questions  have  arisen  regarding 
the  accuracy  of  LDV  measurements  under  certain  conditions.  When  a 
counter  type  (burst)  processor  is  used  for  LDV  signal  processing, 
for  example,  it  has  been  suggested  that  the  measured  mean  velocity  may 
be  in  error  due  to  a  "velocity  bias".  A  number  of  investigations 
related  to  this  problem  have  been  conducted  in  recent  years,  but  the 
results  have  not  been  conclusive. 

A  primary  objective  of  the  present  investigation  was  to  develop 
a  method  for  direct  measurement  of  velocity  bias  in  a  turbulent  flow 
and  to  determine  if  it  could  be  eliminated  by  proper  signal  processing 
techniques.  The  validity  of  one  of  the  more  common  velocity  bias 
correction  schemes  was  also  studied.  In  addition  a  second  important 
bias  error,  incomplete  signal  bias,  was  investigated. 

Results  of  the  investigation  show  that  velocity  bias  does  exist 
and  can  cause  significant  errors  in  turbulent  flow  measurements. 
However,  it  can  be  eliminated  by  proper  signal  processing  techniques. 
The  magnitude  of  the  bias  is  strongly  dependent  upon  the  manner  in 
which  data  is  taken  and  the  flow  structure.  Therefore,  correction 
schemes  which  do  not  take  these  factors  into  account  are  inadequate 


and  may,  in  fact,  increase  the  error.  Incomplete  signal  bias  was  also 
found  to  be  significant,  but  it  can  be  minimized  by  frequency  shifting 
as  previous  studies  have  shown. 
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SECTION  II 


LITERATURE  REVIEW 

I.  Introduction 

Turbulent  flow  is  by  definition  fluctuating,  random,  and  three 
dimensional.  As  a  result,  measurements  in  turbulent  flows  are  diffi¬ 
cult  to  perform.  Hinze  [1]  suggests  six  requirements  which  an 
instrument  must  meet  to  make  accurate  turbulent  measurements: 

1.  The  probe  must  cause  minimal  disturbance  to  the  flow. 

2.  The  probe  must  be  smaller  than  the  smallest  turbulent 
structure. 

3.  The  instrument  must  have  a  fast  response  time. 

4.  The  instrument  must  be  sensitive  enough  to  record  small 
velocity  changes. 

5.  The  calibration  of  the  instrument  must  not  change  over  the 
time  required  to  make  a  series  of  measurements. 

6.  The  probe  must  be  strong  enough  to  withstand  the  forces 
exerted  by  the  flow. 

The  laser  Doppler  velocimeter  (LDV)  is  unique  among  flow  measurement 
instruments  because  it  is  capable  of  meeting  all  six  of  Hinze's 
requirements. 

Since  1968  the  LDV  has  undergone  a  great  deal  of  development, 
much  of  which  has  been  reported  in  various  symposium  proceedings 
[2, 3, 4, 5].  As  a  result  of  this  work,  several  sources  of  error  have 
been  discovered  which  are  inherent  in  LDV  measurements.  Many  of  these 
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errors  have  been  fully  analyzed  and  are  easily  eliminated  or  reduced 
to  an  insignificant  level.  However,  velocity  bias  continues  to  be  a 
problem  in  turbulent  flow  measurements.  Several  correction  schemes 
designed  to  reduce  velocity  bias  errors  have  been  developed,  but  their 
effecti veness  is  not  known.  Incomplete  signal  bias  can  also  be  a 
problem  in  some  cases.  Recent  literature  dealing  with  velocity  bias, 
incomplete  signal  bias  and  other  errors  will  be  reviewed  in  the 
following  sections. 


2.  Velocity  Bias 

The  existence  of  a  velocity  bias  in  data  obtained  with  counter 
type  processors  was  first  proposed  by  McLaughlin  and  Tiederman  [6]  in 
1973.  They  suggested  that  the  probability  of  a  velocity  realization 
is  dependent  on  the  velocity  as  shown  by 

An  =  |  V  |  ApMAt  (P 

where  An  is  the  average  number  of  velocity  realizations  obtained  during 

any  time  interval.  At  is  the  length  of  the  time  interval,  |V|  is  the 

magnitude  of  the  velocity  vector,  is  the  projected  area  of  the  probe 
volume  normal  to  V,  and  M  is  the  seed  density. 

As  a  result,  the  mean  velocity  obtained  from  an  ensemble  average 
of  LDV  data  points  in  a  steady  turbulent  flow  will  be  biased  to  higher 
values.  They  suggested  correcting  for  the  bias  by  weighting  each 

velocity  realization  by  the  inverse  of  the  magnitude  of  the 

velocity  vector.  For  a  spherical  probe  volume,  the  mean  velocity  U  and 
RMS  velocity  u'  would  then  be  given  by 
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where  U  is  the  mean  velocity,  U.  is  an  individual  velocity  realization, 
|V.|  is  the  magnitude  of  the  instantaneous  velocity  vector,  and  u'  is 
the  RMS  velocity. 

Generally,  the  magnitude  of  the  velocity  vector  is  not  known. 
McLaughlin  and  Tiederman  suggested  that  at  lower  turbulence  levels  the 
magnitude  of  the  instantaneous  velocity  vector  is  approximately  the 
same  as  the  magnitude  of  the  velocity  component  being  measured. 

However,  in  flows  where  there  is  a  high  probability  of  having  large 
velocity  components  perpendicular  to  the  fringes,  this  one-dimensional 
correction  tends  to  over  correct  the  mean  velocity. 

George  [7]  arrived  at  a  correction  for  the  mean  velocity  by 
weighting  each  velocity  realization  by  a  particle's  residence  time  in 
the  probe  volume  and  then  expressing  that  time  as  a  function  of  velocity 
and  probe  volume  size. 

Buchave  [8]  pointed  out  that  the  overcorrection  produced  by  the 
one-dimensional  weighting  at  high  turbulence  levels  is  partially  com¬ 
pensated  for  because  of  the  N-fringe  requirement  of  most  counters  which 
introduces  incomplete  signal  bias.  He  concluded  that  if  the 
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one-dimensional  correction  is  used  along  with  frequency  shift,  the 
measurement  error  may  actually  be  increased  in  some  cases  due  to  the 
elimination  of  this  compensating  effect. 

Barnett  and  Bentley  [9]  analyzed  velocity  bias  using  a  series 
representation  of  the  time  average  velocity 

U  =  I  l  U.  At.  (4) 

1  i=l  1  1 

where  At^  is  the  time  between  samples  and  T  is  the  total  sampling 
interval.  They  assumed  that  in  uniformly  seeded  flows  the  time 
between  samples  is  correlated  with  the  average  velocity  over  the 
interval.  They  concluded,  as  did  McLaughlin  and  Tiederman,  that  a 
true  time  average  could  be  obtained  by  weighting  each  velocity 
realization  by  the  inverse  of  velocity.  However,  Barnett  and  Bentley 
also  concluded  that  if  the  particles  aro  separated  by  long  times  the 
correlation  between  velocity  and  time  is  destroyed.  Thus  if  the 
particle  arrival  rate  is  much  lower  than  the  frequency  of  velocity 
oscillations,  velocity  bias  will  not  exist.  This  result  is  in  direct 
conflict  with  McLaughlin  and  Tiederman's  conclusion  [6  ]  that  bias 
will  exist  regardless  of  the  particle  arrival  rate. 

Hoesel  and  Rodi  [10]  observed  that  the  one-dimensional  correction 
of  McLaughlin  and  Tiederman  was  too  restrictive  because  it  required 
uniform  seeding.  They  proposed  two  different  corrections.  In  uniformly 
seeded  flows,  they  suggested  weighting  each  velocity  realization  by  the 
particle's  residence  time  in  the  probe  volume. 

The  particle's  residence  time  may  be  calculated  from  its  mean 
velocity  and  from  the  total  number  of  fringes  it  crosses  in  the  probe 
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volume.  Processors  which  determine  the  total  number  of  fringe  cross¬ 
ings  are  now  commercially  available.  In  non-uni formly  seeded  flows, 
they  suggested  weighting  by  the  time  between  bursts.  However,  the 
time  must  be  measured  from  one  burst  to  the  next  regardless  of  whether 
or  not  this  second  burst  has  sufficient  amplitude  to  be  deterted  which 
presents  a  practical  difficulty.  Hoesel  and  Rodi  presented  experi¬ 
mental  data  taken  in  a  free  jet.  However,  no  attempt  was  made  to 
compare  their  results  with  independent  measurements  so  no  definite 
conclusion  concerning  the  validity  of  their  correction  scheme  can  be 
made. 

Kreid  [11]  showed  that  velocity  gradients  in  the  probe  volume  may 
cause  bias  similar  to  that  cited  by  McLaughlin  and  Tiederman.  He  con¬ 
cluded  that  a  linear  velocity  gradient  would  cause  a  positive  bias 
(increased  measured  mean  velocity)  while  second  order  gradients  may 
cause  either  positive  or  negative  bias.  However,  Kreid  concluded  that, 
in  most  instances,  the  effects  of  gradients  are  negligible. 

Karpuk  and  Tiederman  [12]  performed  an  analysis  similar  to  that 
of  Kreid  except  they  considered  the  effects  of  velocity  gradients  and 
turbulence  on  both  the  mean  and  RMS  velocities.  The  analysis  showed 
that  the  one-dimensional  velocity  weighting  is  applicable  when  cal¬ 
culating  mean  velocities  in  turbulent  flows  with  velocity  gradients. 
Velocity  profiles  from  the  viscous  sublayer  of  a  water  channel  were 
calculated  from  pressure  gradient  measurements  and  compared  to  profiles 
obtained  with  an  LDV.  The  uncorrected  LDV  profiles  contained  velocities 
approximately  10%  higher  than  the  profiles  calculated  from  the  pressure 
gradient  information,  while  the  LDV  profiles  calculated  using  the 
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one-dimensional  velocity  weighting  were  significantly  closer  to  the 
pressure  gradient  profiles. 

Karpuk  and  Tiederman  also  analyzed  the  calculation  of  the  RMS 
velocity  in  turbulent  flows  with  a  velocity  gradient.  Their  analysis 
showed  that  the  total  variance  comes  from  three  sources,  namely  turbu¬ 
lence,  the  mean  velocity  gradient,  and  the  gradient  of  the  variance. 

It  was  also  shown  that  the  one-dimensional  velocity  weighting  does  not 
account  for  the  two  spatial  (gradient)  effects.  They  suggested  the 
fol lowing  correction 


S-  D- 
P 

S'  D: 


1  + 


(5) 


where  u^  is  the  “true"  RMS  velocity  at  the  center  of  the  probe  volume, 
u;  is  the  RMS  velocity  calculated  using  the  one-dimensicnal  velocity 
weighting,  UQ  is  the  mean  velocity  at  the  center  of  the  probe  volume 
(calculated  using  one-dimensional  velocity  weighting),  Dp  is  the  width 
of  the  probe  volume  and  S  is  the  average  velocity  gradient  across  the 
probe  volume.  LDV  data  taken  outside  of  the  viscous  sublayer  was 
compared  with  similar  hot  film  data  taken  by  Eckelmann  and  Reichardt 
[13].  The  uncorrected  and  one-dimensional  velocity  weighted  standard 
deviations  were  significantly  higher  than  the  hot  film  results. 

However,  their  proposed  correction  yielded  good  agreement  with  the  hot 
film  data . 

Meyers  and  Clemmons  [14]  noted  that  if  a  high  sampling  rate  is 
used,  it  is  possible  to  obtain  multiple  samples  from  a  single  particle. 
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This  is  especially  true  in  LDVs  which  use  frequency  shifting.  Multiple 
sampling  results  in  velocities  being  biased  to  lower  values  because 
slower  particles  spend  more  time  in  the  probe  volume  and  are  more 
likely  to  be  sampled  several  times.  Meyers  and  Clemmons  termed  this 
effect  Bragg  bias  and  claim  that  it  partially  compensates  for  velocity 
bias.  They  suggest  correcting  LDV  data  by  weighting  each  realization 
by  the  inverse  of  the  product  of  the  velocity  and  the  number  of  possible 
realizations  from  each  particle.  The  resultant  weighting  factor  is 
given  by 


N  F  +  T  (Vc  +  U. ) 

r  r  F  i  ,r  x 

wi  D  '(Vc  +  U. )  (6) 

P  r  1 

where  N  is  the  number  of  fringes  required  for  a  realization,  F^  is  the 
fringe  spacing,  Tr  is  the  reset  time  of  the  processor,  Vp  is  the  fringe 
velocity,  IL  the  particle  velocity,  and  Dp  is  the  diameter  of  the  probe 
volume.  However,  this  factor  does  not  take  into  account  the  fact  that 
the  number  of  realizations  from  a  particle  must  be  an  integer,  so  it 
is  obviously  incorrect. 

Durao  and  Whitelaw  [15]  suggested  using  random  sampling  to  reduce 
velocity  bias,  since  using  all  of  the  velocity  realizations  tends  to 
maximize  bias  error.  Random  sampling  of  the  data  should  lessen  the 
effects  of  many  closely  spaced  signals.  They  presented  artificial  data 
created  by  randomly  sampling  a  sine  wave  which  showed  that  random 
sampling  does  reduce  the  measured  mean  velocity.  However,  their  re¬ 
sults  for  actual  Doppler  signals  were  much  less  conclusive.  In  any 
case,  the  reduction  in  the  mean  velocities  observed  may  not  have  been 
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the  direct  result  of  random  sampling  but  rather  due  to  sampling  at  more 
equal  times  as  the  average  interval  between  samples  increased. 

In  a  later  paper  Durao  and  Whitelaw  [16]  experimentally  found  a 
variation  in  Doppler  frequency  with  particle  arrival  time.  They  sug¬ 
gested  weighting  velocity  realizations  by  their  arrival  time.  However, 
no  mention  of  how  the  arrival  time  of  a  particle  is  defined  or  how  it 
was  determined  was  mentioned. 

Giel  and  Barnett  [17]  performed  LDV  measurements  in  a  free  jet 
and  compared  the  results  to  hotwire  measurements.  They  found  no 
evidence  of  velocity  bias,  but  suggested  using  a  heavily  seeded  flow 
sampled  at  a  very  slow  rate  as  a  means  of  avoiding  biased  results. 

Bogard  and  Tiederman  [18]  investigated  the  effect  of  particle 
arrival  rate  and  particle  velocity  on  velocity  bias.  They  found  that 
neither  had  any  effect  on  velocity  bias. 

Buchave  [19]  has  recently  completed  an  extensive  analytical  and 
experimental  study  of  biasing.  He  concludes  that  a  residence  time 
weighting  provides  the  correct  statistical  results  in  uniformly  seeded 
flows,  since  it  is  equivalent  to  a  time  averaging  of  the  data.  His 
experiments  included  measurements  in  a  free  jet  using  a  hot  wire  and  a 
frequency  shifted  LDA  with  both  tracker  and  counter  type  processors. 

It  was  assumed  that  the  LDA  tracker  gave  the  "true"  mean  velocity. 

Based  on  this  assumption  the  residence  time  weighting  provided  the 
proper  bias  correction  over  a  wide  range  of  turbulence  intensity.  The 
M-T  one-dimensional  correction,  on  the  other  hand,  significantly  over¬ 
corrected  the  counter  data  once  the  turbulence  intensity  exceeded  10-20 
percent.  This  is  to  be  expected,  since  the  M-T  correction  is  known  to 
be  invalid  at  high  turbulence  levels.  It  should  be  noted  that  Buchave 
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found  an  8‘«'  difference  between  the  hotwire  and  tracker  results  on  the 


jet  axis  with  even  larger  differences  off-axis. 


Table  1.  Proposed  Velocity  Bias  Corrections. 


M  M 

u  =  y  gj .  u . /  y  u). 

i-i  1  1  i-i  1 


Suggested  by 


Description 


- ,  J 

l*il 

McLaughlin  & 
Tiederman 

weight  by  the  inverse  of  the  magnitude  of 
the  velocity  vector  (Requires  measurement 
of  total  vector. ) 

1 

r«,i 

McLaughlin  & 
Tiederman 

weight  by  the  inverse  of  the  magnitude 
of  the  measured  component  (Simplified  1-D 
correction. ) 

1p 

George 

weight  by  the  particle's  residence  time  in 
the  probe  volume 

*i 

Hoesel  & 

Rodi 

weight  by  time  between  particles 

1 

Meyers  & 
Clemmons 

weight  by  inverse  of  the  product  of  the 
measured  velocity  component  and  the  maximum 
number  of  realizations  from  a  particle 

!Ui|ni 

A  summary  of  the  schemes  discussed  is  presented  in  Table  1.  It 
is  apparent  from  the  literature  reviewed  here  that  the  velocity  bias 
question  is  still  open.  The  "proper"  correction  method  to  be  used  is 
not  clear  and  there  have  in  fact  been  no  definitive  experiments  which 
conclusively  demonstrate  the  existence  of  velocity  bias.  A  primary 
problem  has  been  the  difficulty  of  obtaining  accurate  unbiased 
measurements  in  a  turbulent  flow. 


3.  Incomplete  Signal  Bias 

When  counter  type  processors  are  operated  in  the  N  cycle  mode 
(N  Doppler  cycles  required  to  acquire  a  valid  output)  incomplete 
signal  bias  may  exist  in  a  turbulent  flow.  A  particle  crossing  the 
LDV  probe  volume  at  an  angle  to  the  fringe  normal  may  not  cross  enough 
fringes  to  produce  the  required  N  cycles  and  therefore  this  velocity 
data  is  lost.  Generally,  such  particles  would  have  a  velocity  com¬ 
ponent  normal  to  the  fringes  which  is  lower  than  the  mean  velocity. 
Their  failure  to  be  counted  results  in  the  ensemble  averaged  mean 
velocity  being  biased  to  a  higher  value.  It  has  been  pointed  out  that 
LDVs  without  frequency  shifting  may  therefore  not  have  the  required 
isotropic  response  to  make  accurate  measurements  in  highly  turbulent 
flows.  Frequency  shifting  reduces  incomplete  signal  bias  by  increasing 
the  number  of  fringes  seen  by  a  particle  crossing  the  probe  volume. 
Whiffen,  Lau,  and  Smith  [20 J  derived  an  expression  for  the  "polar 
response"  of  a  probe  volume  as  a  function  of  the  effective  cross 
sectional  area. 

The  effective  cross  section  of  the  probe  volume  is  defined  as  the 
area  of  the  circle  with  diameter  equal  to  the  width  of  the  region 
through  which  a  particle  traveling  at  a  given  angle  must  pass  in 
order  to  cross  the  required  number  of  fringes.  This  Is  illustrated  in 
Figure  1.  The  polar  response  is  this  effective  area  nondimensionalized 
by  dividing  by  the  actual  area  of  the  probe  volume.  The  polar  response 
is  given  as  a  function  of  the  particle's  incidence  angle  by: 
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where  N  is  the  required  number  of  fringe  crossings,  Nj  is  the  total 
number  of  fringes  in  the  probe  volume,  a  is  the  angle  of  incidence  of 
the  particle,  Vp  is  the  fringe  velocity  (assumed  positive  if  the 
fringes  move  opposite  the  flow  direction),  and  |V|  is  the  magnitude  of 
the  velocity  vector. 

A  plot  of  the  polar  response  of  a  probe  volume  is  shown  in  Figure 
2  for  N/N-p  =  0.75  and  various  values  of  Vp/|V|.  Note  that  when  no 
frequency  shift  is  used  (Vp/[V|  =0)  the  probability  that  a  particle 
entering  the  probe  volume  perpendicular  to  the  fringes  will  cross  the 
required  number  of  fringes  is  less  than  0.75  and  the  probability  of 
detection  decreases  to  zero  at  entrance  angles  greater  than  +60°. 
However,  when  Vp/|V|  =  2  (fringes  are  moving  at  two  times  the  particle 
velocity  but  in  the  opposite  direction),  particles  entering  the  probe 
volume  at  any  angle  have  a  probability  greater  than  0.7  of  crossing  N 
fringes  while  particles  entering  at  angles  between  ±90°  (90°  is 
parallel  to  the  fringes)  have  a  probability  greater  than  0.9  of 
crossing  N  fringes.  Thus,  incomplete  signal  bias  may  be  significantly 
reduced  by  frequency  shifting. 

4.  Other  Measurement  Errors 

Thompson  and  Flack  [21]  described  ten  bias  errors  which  may  occur 
in  LDV  measurements.  Two  of  these  are  velocity  bias  and  incomplete 
signal  bias  as  were  described  in  the  previous  sections.  The  remaining 
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biases  are  generally  considered  to  be  well  understood  and  can  be 
minimized  with  proper  equipment  and  signal  processing.  However,  if 
they  are  ignored,  serious  errors  may  result.  These  biases  and  other 
error  sources  will  be  briefly  examined  here. 

Frequency  broadening  may  result  if  the  two  beams  of  the  LDV  do 
not  cross  at  their  beam  waists.  Hanson  [22]  and  Durst  and  Stevenson 
[23]  have  investigated  this  problem  and  have  shown  that  with  a  properly 
designed  and  aligned  system,  frequency  broadening  may  be  eliminated. 

Directional  ambiguity  results  from  theLDV's  inability  to  dis¬ 
tinguish  between  plus  and  minus  velocities.  Generally, it  is  only  a 
problem  in  regions  containing  reverse  flows,  although  it  can  also 
affect  measurements  made  in  regions  of  high  turbulence.  Durst  and 
Zare  [24]  suggested  several  methods  of  eliminating  directional  ambigu¬ 
ity,  the  most  common  being  frequency  shifting. 

Counters  which  use  a  high  speed  digital  clock  may  have  clock 
errors  from  two  sources.  The  first  is  the  result  of  the  finite  period 
of  a  clock  cycle.  The  second  results  from  the  lack  of  synchronization 
of  the  gating  of  the  clock  with  the  beginning  and  end  of  the  Doppler 
burst.  Wang  [25]  investigated  this  problem  and  showed  that,  in  some 
cases,  the  period  measurement  will  always  be  zero  to  one  clock  cycle 
too  many.  However,  with  the  development  of  higher  clock  speeds  such 
clock  errors  have  become  less  significant. 

Particle  distribution  bias  results  from  non-uniform  seed  distri¬ 
bution  in  the  flow.  Non-uniform  seed  distributions  often  occur  in 
mixing  or  reacting  flows.  Giel  and  Barnett  [17]  and  Asalor  and 
Whitelaw  [26]  have  examined  this  problem,  but  the  results  are 


conflicting.  More  work  needs  to  be  done  in  this  area. 


Particle  lag  bias  is  the  result  of  large  particles  not  accurately 
following  the  flow  fluctuations.  However,  in  many  situations,  seed 
size  is  easily  controlled.  Also,  processors  are  now  being  produced 
with  circuitry  which  eliminates  high  amplitude  signals  resulting  from 
large  particles. 

Most  counters  require  the  Gaussian  pedestal  to  be  removed  from 
the  Doppler  signal  before  processing.  Generally,  this  is  performed 
electronically  with  a  high  pass  filter.  However,  filtering  is  only 
effective  if  the  spectral  band  width  of  the  pedestal  does  not  overlap 
the  Doppler  spectrum.  Should  overlap  occur,  it  may  be  eliminated  by 
frequency  shifting  or  the  pedestal  may  be  removed  optically  [24], 

Two  related  biases  are  comparator  tolerance  bias  and  particle 
acceleration  bias.  Most  counters  validate  signals  by  comparing  the 
measured  times  for  different  numbers  of  Doppler  cycles  (4/8,  16/32, 
etc.).  Should  the  tolerance  on  this  comparison  be  set  too  low,  signal 
from  particles  which  accelerate  through  the  probe  volume  will  be 
eliminated.  Thompson  and  Flack  [21]  recommend  a  tolerance  setting  of 
no  less  than  5  for  turbulent  flow  measurements. 


SECTION  III 


SYSTEM  DESIGN 
1.  Introduction 

The  LDV  system  used  in  this  investigation  was  designed  specifically 
for  studying  bias  errors.  Its  flexible  design  allows  for  variation  of 
several  optical  parameters  as  well  as  various  data  and  sampling  rates. 
The  system  may  be  divided  into  four  subsystems: 

1)  The  LDV 

2)  The  flow  system 

3)  The  data  acquisition  system 

4)  The  seeding  system. 


2.  LDV  Design 

The  LDV  system  was  designed  specifically  for  studying  various  bias 
errors.  It  has  provisions  for  changing  the  probe  volume  size,  the 
fringe  spacing,  and  the  angular  orientation  of  the  probe  volume.  It  is 
also  possible  to  frequency  shift  the  beams  with  a  dual  Bragg  cell  system. 
The  general  layout  of  the  device  is  shown  in  Figure  3.  The  flexibility 
of  this  system  allows  the  probe  volume  characteristics  to  be  varied  over 
a  wide  range.  However,  it  also  requires  a  rather  careful  alignment  to 
insure  that  the  desired  conditions  are  obtained. 

Laser  light  for  the  system  is  supplied  by  a  5  watt  Argon  laser. 

The  beam  exits  the  laser  and  enters  a  polarization  rotator.  The 
polarization  rotator  insures  maximum  fringe  contrast  in  the  probe  volume. 
Following  the  polarization  rotator  is  the  beam  expander  telescope.  The 
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telescope  is  composed  of  a  44  mm  lens  (f^)  followed  by  a  68  mm  lens 
( f 2 ) -  The  f  lens  images  the  beam  waist  from  inside  the  laser  cavity 
to  a  point  between  the  two  telescope  lenses.  Then  lens  and  the 
transmitting  lens  image  this  waist  to  a  location  within  the  test  region. 
Waist  diameters  of  60  to  500  pm  can  be  obtained  within  the  test  region 
by  moving  f^  over  a  7.5  mm  traverse. 

From  the  telescope,  the  beam  is  reflected  to  the  upper  portion  of 
the  transmitting  optics  package  where  it  enters  the  beam  splitter.  The 
beam  splitter  is  a  commercial  TSI  model  #916-1  which  splits  the  enter¬ 
ing  beam  into  two  parallel  equal  intensity  beams  separated  by  50  mm. 

Following  the  beam  splitter  are  the  two  acousto-optic  modulators. 
The  modulators  shift  the  frequency  of  the  incoming  beam  either  up  or 
down  by  an  amount  equal  to  the  frequency  of  the  driver.  Drivers  of  30 
and  either  35  or  40  MHz  are  used.  (Selection  of  a  35  or  40  MHz  shift 
involves  changing  the  crystal  oscillator  in  the  driver.)  By  using 
various  combinations  to  shift  one  or  both  beams,  net  frequency  upshifts 
or  downshifts  of  0,  5,  10,  30,  35,  40,  70,  or  75  MHz  are  available. 

A  positive  frequency  shift  is  defined  here  as  a  shift  which  causes  the 
fringes  to  move  opposite  the  direction  of  the  fluid  flow  (increases 
effective  Doppler  frequency).  Conversely,  with  a  negative  shift  the 
fringes  move  the  same  direction  as  the  flow  and  the  effective  Doppler 
frequency  is  decreased. 

Next  the  beams  are  reflected  by  the  adjustable  mirrors  to  the 
sliding  prism.  The  prism  directs  the  beams  to  the  transmitting  lens. 
Various  beam  separations  can  be  obtained  by  translating  the  prism.  The 
adjustable  mirrors  are  used  to  position  the  beams  so  that  they  cross 
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on  the  optical  axis  and  at  the  beam  waist.  Thus  fringe  spacing  may 
be  changed  through  proper  adjustment  of  the  sliding  prism  and  adjust¬ 
able  mirrors.  The  transmitting  lens  has  a  focal  length  of  250  mm. 

The  receiving  lenses  are  a  250  mm  lens,  similar  to  the  trans¬ 
mitting  lens,  and  a  120  mm  lens  mounted  several  centimeters  apart. 

The  receiving  lenses  and  the  entire  receiving  optics  package  may  be 
moved  along  the  axis  of  the  optical  system  to  allow  proper  focusing. 

The  optics  table  is  mounted  in  bearings  which  rotate  on  the 
optical  axis.  Rotation  of  the  optics  table  rotates  the  probe  volume 
so  that  velocity  components  at  various  angles  to  the  horizontal  can 
be  measured.  A  detailed  description  of  the  entire  system  is  given  by 
McVey  [27], 


3,  Flow  System 

The  flow  system  was  designed  to  provide  flows  with  both  low  and 
high  turbulence  intensity  while  providing  easy  optical  access.  The 
general  layout  of  the  system  is  shown  in  Figure  4.  Its  major  elements 
are: 

1.  A  variable  speed  blower 

2.  A  flow  conditioning  section 

3.  The  test  section 

4.  An  exhaust  system 

5.  The  seeding  system 

The  blower  is  a  Peerless  Model  PWB14GA  radial  blade  blower  driven 
by  a  variable  speed  direct  current  motor.  The  blower-motor  combination 
is  capable  of  producing  air  velocities  up  to  50  m/s  at  the  centerline 
of  the  flow  conditioner  duct  downstream  of  the  flow  straighteners. 
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The  blower  requires  approximately  one  hour  of  running  before  its  speed 
stabilizes.  After  an  hour  the  blower  speed  continues  to  fluctuate, 
but  the  changes  are  very  small.  Generally  blower  speed  is  checked 
prior  to  each  run  by  a  pitot  tube  located  at  the  centerline  of  the 
flow  conditioning  duct  and  minor  corrections  made  if  necessary.  The 
blower  is  attached  to  a  separate  stand  with  rubber  mounts  to  eliminate 
vi brations . 

The  flow  conditioning  section  consists  of  a  set  of  flow  straigh- 
teners  followed  by  a  102  mm  by  102  mm  (4  in.  x  4  in.)  duct  1.9  m  (24") 
long.  The  duct  is  constructed  of  1/2  inch  plexiglass.  The  elements 
in  the  flow  straightener  are  an  ordinary  window  screen  followed  by  a 
honeycomb  of  1/4"  soda  straws  one  inch  long.  Following  the  honeycomb 
are  two  more  screens.  The  flow  conditioner  is  attached  to  the  blower 
through  a  short  duct  which  is  connected  to  the  blower  with  several 
wraps  of  tape.  The  conditioner  and  other  parts  of  the  flow  tube  are 
supported  by  concrete  pillars  with  provisions  for  height  and  level 
adjustments. 

The  test  section  consists  of  a  102  mm  by  102  mm  (4  in.  x  4  in.) 
duct  which  expands  into  a  102  mm  by  204  mm  (4  in.  x  8  in.)  duct  over 
a  rearward  facing  step  as  shown  in  Figure  5.  It  also  contains  several 
ports  which  allow  installation  of  pitot  tubes  or  hot  wires.  Static 
pressure  taps  are  located  along  the  top  and  bottom  surfaces  of  the 
section  as  well  as  along  the  face  of  the  step.  The  test  section 
contains  flanges  at  each  end  which  bolt  to  the  flow  conditioning  duct 
and  a  1.85  m  (a. 7  in.)  extension  duct.  An  exhaust  fan  is  located 
approximately  one  meter  beyond  the  exit  of  the  extension  duct  to 
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remove  particle  laden  air  from  the  room.  Most  measurements  were  per¬ 
formed  in  the  shear  layer  that  develops  downstream  of  the  step. 

The  seeder  is  a  commercial  system  built  by  TSI.  It  consists  of 
a  Model  3074  air  supply,  a  Model  3076  liquid  atomizer,  and  a  Model  3072 
Evaporation  Condensation  Monodisperse  Aerosol  Generator.  Output  from 
the  seeder  flows  through  a  one  gallon  bottle,  used  to  damp  out  flow 
fluctuations,  to  a  tee.  One  line  from  the  tee  runs  to  the  exhaust  fan. 
The  other  line  runs  through  a  valve  to  the  blower  inlet.  The  seeder 
may  be  operated  at  a  constant  pressure  while  the  seed  density  in  the 
flow  tunnel  is  varied  by  adjusting  the  valve.  High  seed  densities  may 
be  obtained  by  fully  opening  the  valve  and  pinching  closed  the  exhaust 
line.  The  system  produces  particles  of  approximately  1  micron  diameter 
using  a  solution  of  1007  OOP  (Dioctylphtalate) .  Smaller  particles  may 
be  produced  by  using  various  solutions  of  OOP  and  alcohol.  However, 
the  1  micron  particles  proved  satisfactory  for  the  present  study. 

4.  Signal  Processor 

The  signal  processor  used  was  a  commercial  Thermo-Systems  Incor¬ 
porated  (TSI)  1980  processor.  The  1980  is  a  counter  processor  with 
2  ns  clock  resolution  and  both  digital  and  analog  output.  Signals  from 
the  photodector  are  input  to  the  processor's  signal  conditioner.  The 
conditioner  contains  low  and  high  pass  filters  for  removing  noise  and 
the  Gaussian  pedestal  from  the  Doppler  signal.  It  also  contains  an 
amplifier  which  varies  the  amplitude  of  the  filtered  signal.  Following 
the  conditioner  is  a  timer  module.  The  timer  module  may  be  operated 
in  either  an  N-burst  or  a  total -burst  mode.  The  N-burst  mode  determines 
the  Doppler  frequency  from  N  cycles  where  N  may  be  set  to  2,  4,  8,  16 
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or  32  cycles  per  burst.  Signal  validation  is  performed  with  an  N/2 
to  N  cycle  comparator  with  a  tolerance  adjustable  from  1  to  20".  In 
total  or  T-burst  mode  the  Doppler  frequency  is  determined  from  all 
cycles  in  a  burst  which  exceed  a  preset  minimum  amplitude.  The 
minimum  number  of  cycles  per  burst  to  be  accepted  are  set  when  in  T- 
burst  mode.  However,  the  comparator  may  not  be  used. 

The  Doppler  frequency  of  a  burst  is  determined  in  either  mode  of 
processor  operation  using  a  high  speed  digital  clock  in  conjunction 
with  a  zero  crossing  detector  and  a  Schmitt  trigger,  as  shown  in 
Figure  6.  The  Schmitt  trigger  produces  a  square  wave  from  that  por¬ 
tion  of  the  signal  which  exceeds  the  40  mv  threshold.  A  zero  crossing 
detector  generates  a  pulse  each  time  a  rising  signal  crosses  zero  volts 
and  the  pulse  continues  until  the  signal  amplitude  crosses  the  20  mv 
hysteresis  level.  The  digital  clock  is  gated  on  at  the  first  zero 
crossing  after  the  signal  has  exceeded  the  threshold  voltage.  The 
number  of  cycles  is  determined  from  the  zero  crossing  pulses.  If  the 
processor  is  in  N-burst  mode,  the  clock  is  gated  off  after  N  zero 
crossings.  In  T-burst  mode,  the  clock  is  gated  off  at  the  first  zero 
crossing  after  a  cycle  fails  to  exceed  the  threshold.  Upon  completion 
of  the  signal  processing,  the  processor  produces  a  data  ready  pulse. 

Digital  output  from  the  processor  is  in  the  form  of  three  binary 
numbers,  a  12  bit  mantissa,  6  bits  for  the  number  of  cycles  per  burst, 
and  a  4  bit  exponent.  The  three  values  are  used  to  compute  a  Doppler 
frequency  by 


f  =  N  x  103 

D  D  x  2  n~^ 
m 


(8) 
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Figure  6.  Processor  operation. 


where  N  is  the  cycles  per  burst,  D  is  the  digital  mantissa,  and  n  is 
the  exponent.  If  the  exponent  is  set  at  3,  the  mantissa  represents 
the  number  of  2  ns  clock  ticks  used  to  measure  N  cycles.  If  the  ex¬ 
ponent  is  less  than  3,  one  tick  of  the  clock  results  in  a  change  of 
2'J"  '  in  the  mantissa.  If  the  exponent  is  greater  than  3,  a  change 
in  one  of  the  mantissa  represents  2^n  ^  ticks  of  the  clock.  The 

digital  output  also  contains  a  one  bit  data  ready  signal. 

Analog  output  is  a  0  to  10  volt  signal  which  varies  linearly  with 
velocity.  The  signal  produced  by  a  particle  is  held  until  another 
particle  is  validated.  Therefore,  with  low  seed  density  and  a  high 
sample  rate  it  is  possible  to  obtain  more  than  one  sample  from  a 
particle.  The  Doppler  frequency  may  be  determined  from 


f  N  x  10IU 
0  '  x  2^® 


where  fQ,  N,  and  n  are  the  same  as  for  the  digital  output  and  where 
Ey  is  the  analog  output  voltage.  The  processor  contains  an  output 
module  which  displays  the  average  analog  voltage  and  the  average  data 
rate. 


5.  Data  Acquisition 

Data  acquisition  and  short  term  data  storage  are  performed  by  an 
IMSAI  8080  microcomputer  and  a  Micropolis  floppy  disk  system.  Initially, 


the  computer's  sampling  rate  was  variable  from  approximately  0.1  to 
2750  samples  per  second.  Recent  software  modifications  have  increased 
the  maximum  sampling  rate  to  approximately  4800  samples  per  second. 

The  microcomputer  is  capable  of  storing  approximately  9500  data  points 


in  memory.  After  sampling  is  completed,  the  data  is  written  on  a 
floppy  disk  for  temporary  storage.  Each  disk  is  capable  of  storing 
approximately  100,000  data  points.  The  microcomputer  is  also  inter¬ 
faced  with  the  Purdue  University  Computing  Center's  CDC  6500  computer. 
Data  may  be  transfered  from  floppy  disk  to  the  6500  and  permanently 
stored  on  magnetic  tape.  The  6500  is  also  used  for  all  of  the  data 
analysis . 

The  microcomputer  and  TSI  processor  are  interfaced  such  that  the 
microcomputer  samples  on  command  of  the  TSI  as  shown  in  Figure  7. 

When  the  TSI  processor  has  a  data  point  ready,  it  sends  a  data  ready 
pulse  to  the  microcomputer.  When  the  microcomputer  receives  the  pulse, 
it  returns  a  data  inhibit  pulse  to  the  TSI  processor.  The  inhibit  stops 
the  TSI  processor  from  taking  more  data  and  causes  it  to  hold  the 
present  data  until  it  can  be  read.  The  microcomputer  waits  a  fixed 
time  interval,  depending  on  the  desired  sampling  rate,  before  reading 
the  data.  Once  the  data  is  read,  the  microcomputer  removes  the  data 
inhibit,  stores  the  data,  and  waits  for  another  data  ready  pulse.  The 
rate  at  which  data  is  recorded  is  dependent  on  the  slower  of  the  two 
instruments . 

The  microcomputer  also  contains  an  analog  to  digital  converter 
for  sampling  analog  signals.  Analog  signals  from  0  to  5  volts  are 
converted  to  a  digital  value  between  0  and  1024.  Analog  sampling  may 
be  performed  at  rates  up  to  4773  Hz. 
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SECTION  IV 


SYSTEM  PERFORMANCE 

The  performance  of  the  TSI  processor  and  LOV  were  evaluated  in 
two  ways  prior  to  making  flow  measurements.  The  processor  was  checked 
independently  of  the  LDV  by  sampling  5  and  10  MHz  sine  waves  created 
by  a  signal  generator.  Histograms  and  the  measured  mean  frequency 
were  determined  from  the  resulting  data  and  compared  with  those  ex¬ 
pected.  The  LDV  and  TSI  processor  were  evaluated  together  by  sampling 
photodetector  outputs  with  the  TSI  processor.  The  signals  were  gen¬ 
erated  by  either  a  glass  fiber  or  a  2.5  urn  pin  hole  fixed  in  the  LDV 
probe  volume.  The  evaluation  was  performed  using  both  a  5  and  a  10 
MHz  frequency  shift  and,  as  before,  histograms  and  measured  mean  fre¬ 
quencies  were  determined  and  compared  with  those  expected. 

Several  histograms  of  the  signal  generator  data  are  shown  in 
figures  8,  9,  10,  and  11.  The  spacing  between  the  histogram  bars  are 
the  result  of  the  processor's  finite  clock  resolution.  Each  bar 
represents  a  difference  of  one  clock  cycle. 

The  histogram  in  Figure  8  is  the  result  of  proper  operation  of 
the  processor.  The  majority  of  the  period  measurements  contain  the 
same  number  of  clock  cycles  as  indicated  by  the  large  center  bar  of 
the  histogram.  The  shorter  bars  on  either  side  represent  an  error  of 
plus  or  minus  one  clock  cycle  in  some  measurements. 
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Figure  8.  Histogram  for  10  MHz  signal 
generator  input  (N=4) . 
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Figure  9.  Histogram  for  10  MHz  signal 
generator  i nput  (N=2 ) . 
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Figure  10. 


Histogram  for  5  MHz  signal 
generator  input  (N=2). 
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Figure  11.  Histogram  for  5  MHz  signal 
generator  input  (N=32). 


Typically,  the  histograms  of  signal  generator  data  contained 
three  bars.  However,  very  few  had  the  distinct  central  bar  of  Figure 
8.  Many  of  the  histograms  contained  two  major  bars  separated  by  a 
shorter  bar  as  in  Figure  9  or  one  major  bar  and  two  smaller  bars  to 
one  side  as  in  Figure  10.  The  reason  for  these  differences  in  the 
histograms  is  thought  to  be  the  result  of  the  processor  having  a 
preference  for  certain  digital  values.  Occasionally,  a  histogram 
similar  to  Figure  11  was  produced.  These  very  wide  histograms  are 
probably  the  result  of  noise  and  signal  distortion. 

Mean  quantities  of  the  5  and  10  MHz  signal  generator  data  are 
shown  in  Tables  2  and  3.  The  "velocity"  information  is  based  on  a 
4.339  pm  fringe  spacing  and  a  shift  frequency  equal  to  the  input  fre¬ 
quency.  Typically,  the  average  absolute  error  in  a  period  measurement 
is  one  or  two  clock  cycles.  This  results  in  a  relative  error  of  0.5 
to  0.125"  when  the  processor  is  operated  at  8  to  16  cycles  per  burst. 
The  relative  error  should  decrease  as  the  cycles  per  burst  increases 
as  a  result  of  the  absolute  error  remaining  constant  as  the  total 
number  of  clock  cycles  increases.  Velocity  and  standard  deviation 
measurements  at  10  MHz  show  this  trend.  However,  the  5  MHz  data  showed 
random  changes  in  error  with  respect  to  cycles  per  burst.  It  also 
contained  period  measurements  with  absolute  errors  as  high  as  8  clock 
cycles.  The  reason  for  this  is  not  known. 

Several  typical  histograms  from  measurements  made  usinq  the  pin 
hole  and  glass  fiber  are  shown  in  Figures  12,  13,  14,  and  15.  These 
histograms  do  not  contain  the  single  large  bar  and  two  smaller  bars 
which  the  signal  generator  data  produced.  Instead,  the  histograms 
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Figure  12.  Histogram  for  10  MHz 
glass  fiber  data. 
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are  much  broader,  often  containing  8  or  12  bars.  The  spread  in  the 
histograms  is  probably  the  result  of  both  noise  in  the  signals  and 
fringe  distortions.  The  stepped  nature  of  the  histogram  is  thought 
to  be  the  result  of  the  processor  having  a  perference  for  some  digital 
values. 

Tables  4,  5,  6,  and  7  contain  mean  quantities  calculated  from  the 
glass  fiber  and  pinhole  data.  The  velocity  information  is  based  on  a 
4.339  urn  fringe  spacing.  (Obviously  the  true  velocity  is  zero.)  Once 
again,  the  average  absolute  clock  error  is  one  to  two  clock  cycles 
with  a  resulting  relative  error  of  0.5  to  0.125"  for  8  or  16  cycles 
per  burst  operation.  As  expected,  the  relative  error  decreases  as  the 
number  of  cycles  per  burst  is  increased. 

It  should  also  be  noted  that, although  the  pinhole  and  glass  fiber 
results  are  similar,  the  pinhole  was  easier  to  align  in  the  probe 
volume  and  yielded  higher  amplitude  signals. 

A  second  TSI  1980  processor  supplied  by  the  manufacturer  was 
checked  using  a  signal  generator  in  an  effort  to  determine  whether  the 
performance  of  our  processor  was  typical  of  this  particular  model. 

The  second  processor  yielded  histograms  similar  to  Figure  8  for  both 
5  and  10  MHz  signals,  regardless  of  the  cycles  per  burst  setting. 

Thus,  the  second  processor  did  not  appear  to  suffer  from  the  inter¬ 
mittent  noise  problems  of  the  original  processor  nor  does  it  have  a 
preference  for  certain  digital  values.  However,  the  mean  quantities 
shown  in  Table  8  and  9  indicate  that  the  second  processor  consistently 
made  a  measurement  error  of  two  clock  cycles  too  many.  The  measure¬ 
ment  error  of  the  original  processor  varied  but  was  often  within  one 
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Table  5.  10  MHz 


clock  cycle.  Thus,  it  is  difficult  to  determine  which,  if  either, 
processor  was  operating  properly  at  all  times. 

It  is  interesting  to  note  that  in  all  but  three  of  the  40  data 
sets  the  average  period  error  was  positive  (too  many  clock  cycles). 
According  to  the  processor  speci f ications ,  the  clock  error  is  plus 
or  minus  one  clock  cycle  (2  ns).  If  this  is  the  case  the  average 
clock  error  for  a  large  number  of  samples  should  approach  zero.  The 
data  presented  above  indicates  that  the  probability  of  a  positive 
error  is  greater  than  the  probability  of  a  negative  error. 

Although  this  information  is  disturbing,  it  should  be  noted  that  at 
the  higher  cycles  per  burst  settings  one  typically  measures  periods 
in  excess  of  1000  clock  cycles.  Thus,  the  error  for  2  clock  cycles 
is  less  than  0.2  of  the  total  period. 
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SECTION  V 


EXPERIMENTAL  MEASUREMENTS 


1.  Methodology 

An  ensemble  average  will  approximate  a  time  average  if  the  samples 
are  taken  at  equal  or-  nearly  equal  increments  of  time.  It  is  possible 
to  obtain  a  close  rpproximation  to  sampling  at  equal  increments  of 
time  by  paying  careful  attention  to  the  data  and  sample  rates.  (The 
data  rate  is  defined  as  the  number  of  velocity  signals  validated  per 
second  by  the  signal  processor.)  Consider  the  case  where  the  data  rate 
is  20,000  particles  per  second  and  the  microcomputer  speed  is  at  2000 
samples  per  second.  Thus,  the  sampling  speed  is  controlled  by  the 
computer  which  is  the  slower  of  the  two  devices.  When  the  computer  is 
ready  for  a  sample,  the  TSI  processor  will  have  a  point  ready  in  a 
very  short  time  due  to  the  hiqh  data  rate.  As  a  result,  the  computer 
will  be  sampling  at  very  close  to  2000  points  per  second  at  nearly  equal 
time  intervals.  Conversely,  if  the  microcomputer  is  operating  at  2000 
samples  per  second  and  the  data  rate  is  200  particles  per  second,  the 
TSI  processor  controls  the  sample  rate.  The  microcomputer  will  sample 
nearly  very  point  the  TSI  processor  computes  and  the  increment  between 
samples  will  depend  on  the  arrival  time  between  particles. 

Verification  that  the  velocity  is  being  sampled  at  equal  time 
intervals  is  possible  by  monitoring  the  data  ready  pulses  produced  by 
the  processor.  As  described  in  Section  III,  the  microcomputer  samples 
the  data  at  a  preset  time  interval  following  the  data  ready  pulse. 


The  data  ready  pulse  can  only  be  produced  when  the  microcomputer  is 
not  inhibiting  the  TSI  processor  and  the  processor  has  a  validated 
point  ready.  Thus,  the  data  ready  pulses  occur  essentially  at  the 
times  when  the  velocity  has  been  sampled.  (There  is  a  lag  of  about 
3  usee  before  a  data  ready  pulse  is  produced  following  N  Doppler  cycles. 
Oscilloscope  photographs  of  the  data  ready  pulse  are  shown  in  Figures  16 
and  18.  All  photos  were  made  with  the  TSI  processor  operating  at  16 
cycles  per  burst.  The  LDV  had  a  4.339  um  fringe  spacing  and  a  10  MHz 
frequency  shift.  The  mean  flow  velocity  was  approximately  17  m/s  with  a 
turbulence  intensity  of  about  25  . 

Figure  16a  shows  the  data  ready  pulses  for  a  data  rate  of  25,000 
points  per  second.  The  microcomputer  was  not  operating  and,  as  a  re¬ 
sult,  the  pulses  reflect  the  actual  arrival  rate  of  the  particles. 

Notice  that  the  arrival  rate  is  random  with  the  time  between  particles 
varying  from  0.16  ms  to  less  than  0.04  ms.  The  histogram  of  the  data, 
shown  in  Figure  17,  indicates  the  velocity  varies  from  about  3  to  30 
m/s.  As  a  result,  the  residence  time  of  the  particles  in  the  probe 
volume  (247  um)  varies  from  0.08  to  0.008  ms.  Thus,  it  is  very  likely 
that  the  more  closely  spaced  particles  are  the  result  of  more  than  one 
sample  being  recorded  from  a  single  particle. 

Fiqure  16b  also  shows  the  data  ready  pulses  at  a  data  rate  of 
25,000  particles  per  second  except  that  the  microcomputer  is  samplinq 
at  approximately  4800  samples  per  second.  The  data  ready  pulses  appear 
much  more  evenly  spaced  than  in  the  previous  photograph  and  the 
possibility  of  multiple  samples  from  a  particle  has  been  greatly  re¬ 
duced.  However,  one  would  still  hesitate  to  say  that  the  samnles 
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Figure  16.  Data  ready  pulses  at  a  data  rate  of  25,000. 
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Figure  IP..  Data  ready  pulse,  at  a  data  rate  of  250. 


are  being  recorded  at  equal  time  intervals. 


Figure  16c  shows  the  data  ready  pulses  for  a  data  rate  of  25,000 
particles  per  second  but  with  the  microcomputer  operating  at  250  samples 
per  second.  At  this  data  rate  and  sampling  rate,  the  period  between 
samples  is  about  100  times  the  average  period  between  particle  arrivals. 
As  a  result,  the  time  between  when  the  microcomputer  is  ready  to  take 
a  sample  and  when  the  TSI  processor  has  a  sample  ready  is  only  about 
1  of  the  time  interval  between  samples.  Therefore,  the  samples  are 
taken  at  nearly  equal  time  intervals. 

In  many  flow  systems,  it  is  difficult  to  obtain  data  rates  as 
high  as  25,000  particles  per  second.  Figure  18  shows  data  ready  pulses 
similar  to  those  in  the  previous  figure  except  that  the  data  rate  was 
250  particles  per  second.  A  data  rate  of  250  could  easily  be  obtained 
in  most  flow  systems.  Figure  18a  shows  the  random  arrival  of  the 
particles  when  the  microcomputer  is  not  operating.  Figure  18b  shows 
the  data  ready  pulses  when  the  microcomputer  sampling  rate  is  4800 
samples  per  second.  Because  the  data  rate  is  much  lower  than  the  sample 
rate,  the  samples  are  recorded  at  a  rate  very  nearly  the  same  as  the 
data  rate.  Thus,  almost  every  particle  that  the  processor  validates  is 
also  sampled.  However,  the  possiblity  of  multiple  samples  from  a 
single  particle  is  very  small.  Figure  18c  shows  the  data  ready  pulses 
when  the  data  rate  is  250  particles  per  second  while  the  sampling  rate 
is  25  samples  per  second.  As  in  Figure  16c,  the  samples  appear  to  be 
taken  at  nearly  equal  time  intervals  when  the  sampling  rate  is  much 
lower  than  the  data  rate. 
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Experimental  measurements  of  velocity  bias  were  made  by  looking 
at  one  point  in  the  flow  and  collecting  a  fixed  number  of  data  points 


(4500  for  low  turbulence  intensity  Jows,  9000  for  high  turbulence 
intensity  flows)  at  each  of  several  data  rates.  The  data  rate  was 
varied  by  changing  the  seed  density  in  the  tunnel  as  described  in 
Chapter  II I.  The  evaporation-condensation  unit  was  used  for  all  measure¬ 
ments  to  insure  a  nearly  monodisperse  aerosol  of  about  1  pm  diameter. 
OOP  was  used  as  a  seeding  agent. 

All  measurements  were  made  in  one  of  three  locations  in  the  flow 
tunnel  as  shown  in  Figure  5.  Low  turbulence  intensity  (~  1.0°') 
measurements  were  made  at  the  center  of  the  section  just  upstream  of 
the  step.  Higher  turbulence  intensity  measurements  were  made  either 
at  the  step  height  and  155  mm  downstream  of  the  step  (TI  ;  20  )  or  5  mm 
below  the  step  and  406  mm  downstream  (TI  s  35’).  All  measurements  were 
at  the  spanwise  center  of  the  tunnel.  In  all  cases,  the  turbulence 
intensity  is  defined  as  the  measured  local  RMS  velocity  divided  by 
the  measured  local  mean  velocity.  Both  are  obtained  from  the  same  data 
set  using  the  uncorrected  ensemble  averages. 

2,  Experimental  Data 

Velocity  bias  is  dependent  on  turbulence  intensity.  Measurements 
made  in  a  low  turbulence  intensity  or  laminar  flow  should  yield  no 
bias.  As  turbulence  intensity  increases,  velocity  bias  should  also 
increase. 

Figure  19  shows  the  measured  mean  axial  velocity  at  several  dif¬ 
ferent  seeding  densitites  at  the  low  turbulence  intensity  point 
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described  earlier.  The  data  were  taken  using  frequency  shifts  of  0 
and  10  MHz.  The  data  rate  is  the  rate  at  which  the  TSI  processor  was 
operating  and  was  controlled  by  changing  the  seed  density  as  noted 
above.  The  fringe  spacing  was  4.13  uni  for  the  0  MHz  shift  measure¬ 
ments  and  4.19  um  for  the  10  MHz  case.  Both  sets  of  measurements  were 
made  using  a  247  um  diameter  probe  volume  and  counting  16  cycles  per 
bust.  Each  data  point  represents  the  mean  value  of  about  4500  measure¬ 
ments.  The  histograms  were  edited  using  a  ±3o  cutoff.  The  maximum 
rate  at  which  the  microcomputer  received  and  processed  data  was  about 
2750  samples  per  second.  Therefore,  in  interpreting  the  measured 
results  the  data  at  250  samples  per  second  is  being  stored  as  fast  as 
it  is  being  processed  and  the  resulting  average  velocity  is  an  ensemble 
(particle)  average  of  randomly  sampled  velocities.  On  the  other  hand, 
the  data  at  20,000  samples  per  second  was  being  processed  so  fast  that 
the  computer  could  only  sample  about  one  point  in  7.  This  results  in 
an  approximation  to  time  average  sampling  of  the  data.  The  points  at 
intermediate  data  rates  are  a  mixture  of  time  and  ensemble  averages. 

The  figure  shows  that  for  flows  with  low  turbulence  intensity  (approx¬ 
imately  IT)  the  average  velocities  are  independent  of  the  data  rate. 
Thus,  as  expected,  the  ensemble  average  is  equal  to  the  time  average. 

Figure  20  is  a  plot  of  the  calculated  turbulence  intensity  cor¬ 
responding  to  the  data  in  Figure  19.  A  one  percent  turbulence  level 
is  about  what  would  be  expected  in  the  flow  at  this  point.  As  expected 
the  turbulence  intensity  is  independent  of  data  rate  in  this  region  of 
the  flow.  The  difference  in  turbulence  intensity  for  the  0  and  10  MHz 
shifted  cases  is  probably  the  result  of  frequency  broadening  due  to 
the  Bragg  cells  (Figures  12-15). 
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Similar  measurements  were  made  in  the  more  turbulent  region 
155  mm  downstream  of  the  step  with  a  sampling  rate  of  250  samples  per 
second.  Plots  of  the  calculated  mean  velocity  and  turbulence  intensity 
vs.  data  rate  are  shown  in  Figures  21  and  22.  Examination  of  these 
plots  reveals  a  trend  of  decreasing  measured  mean  velocity  and  in¬ 
creasing  turbulence  intensity  with  increased  data  rate.  In  view  of 
the  earlier  discussion  on  velocity  bias,  one  would  expect  a  nearly 
constant  measured  mean  velocity  at  data  rates  well  below  the  sampling 
rate.  As  the  data  rate  approaches  the  sampling  rate,  the  mean  velocity 
based  on  an  ensemble  average  should  decrease.  At  data  rates  signifi¬ 
cantly  higher  than  the  sampling  rate,  one  would  again  expect  a  nearly 
constant  mean  velocity  somewhat  below  the  initial  values.  Plots  for 
turbulence  intensity  should  have  an  inverted  behavior.  The  results 
observed  are  consistent  with  these  expectations,  figure  21  shows  very 
little  chanqe  in  mean  velocity  at  data  rates  from  150  to  500  particles 
per  second.  However,  from  a  data  rate  of  500  to  15,000  particles  per 
second,  the  mean  velocity  drops  by  about  0.875  m/s. 

At  data  rates  above  15,000  particles  per  second,  the  plot  appears 
to  be  flattening  out  to  a  velocity  near  18.25  m/s.  If  a  velocity  of 
18.25  m/s  is  assumed  to  be  the  unbiased  value,  velocities  measured  at 
the  lowest  data  rates  contain  a  bias  of  approximately  4.8  .  Velocities 
measured  at  data  rates  between  500  and  15,000  particles  per  second 
have  varying  amounts  of  bias,  depending  on  the  data  rate. 

Also  included  on  Figure  21  are  several  corrected  velocities  cal¬ 
culated  using  the  McLaughlin  and  Tiederman  one-dimensional  velocity 
weighting.  At  the  lower  data  rates,  where  velocity  bias  is  greatest. 
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the  one-dimensional  correction  under  corrects  the  mean  velocity  by 
approximately  0.7  .  However,  as  the  data  rate  increases,  the  velocity 
bias  decreases.  As  a  result  at  the  higher  data  rates,  where  the  velo¬ 
city  bias  is  small,  the  one-dimensional  correction  severely  over 
corrects  the  data.  Details  of  the  correction  scheme  are  in  Appendix  A. 

Figure  22  is  a  plot  of  turbulence  intensity  vs.  data  rate  cor¬ 
responding  to  the  data  of  Figure  21.  As  in  the  velocity  plot,  the 
measured  turbulence  intensity  remains  relatively  constant  at  low  data 
rates.  At  data  rates  above  500,  the  calculated  turbulence  intensity 
increases  until  the  data  rate  reaches  15,000  particles  per  second. 
Beyond  15,000  particles  per  second,  the  turbulence  intensity  remains 
fairly  constant.  According  to  the  reasoning  used  previously,  the 
bias  in  the  turbulence  intensities  measured  at  the  lower  data  rates 
was  approximately  10.  Figure  22  also  contains  several  turbulence 
intensities  calculated  using  the  one-dimensional  velocity  weighting. 

At  the  lower  two  data  rates,  where  the  bias  is  greatest,  the  weiqhtino 
over  corrects  by  5  .  As  the  data  rate  increases,  the  bias  decreases 
as  before.  Thus,  the  weighting  significantly  over  corrects  at  the 
highc  '  data  rates. 

Figures  23  and  24  are  plots  of  velocity  vs.  data  rate  taken  at 
the  second  high  turbulence  intensity  location,  406  mm  downstream  of 
the  step.  Figure  23  reflects  measurements  at  sample  rates  of  250  and 
°5  samples  per  second  using  a  zero  MHz  frequency  shift  and  16  cycles/ 
burst.  Figure  24  shows  velocity  measurements  made  at  the  same  sample 
rates  and  cycles/burst  but  using  a  10  MHz  frequency  shift.  Both  plots 
show  the  familiar  trend  of  decroasinq  mean  velocity  with  increasino 
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data  rate  and  the  "unbiased"  mean  velocity  at  high  data  rates  is 
approximately  the  same  whether  a  sample  rate  of  250  or  25  samples 
per  second  was  used.  However,  the  apparent  bias  at  the  lower  data 
rates  is  consistently  higher  at  the  250  samples  per  second  sampling 
rate  as  would  be  expected  from  the  previous  discussion. 

figures  25  and  26  are  the  turbulence  intensity  plots  corresponding 
to  the  data  in  Figures  23  and  24.  Turbulence  intensities  derived 
from  the  unshifted  data  show  a  bias  of  about  237  at  a  data  rate  of 
250  samples  per  second  while  the  10  MHz  shifted  data  yields  a  bias  of 
only  14  at  the  lower  data  rates.  This  difference  is  probably  caused 
by  incomplete  signal  bias.  One-dimensional ly  corrected  turbulence 
intensities  are  shown  only  for  the  unshifted  data  and,  as  before, 
the  correction  is  only  useful  at  the  lowest  data  rates.  A  one¬ 
dimensional  weighting  seriously  over  corrected  the  10  MHz  shifted 
data  at  all  data  rates  and,  as  a  result,  it  was  not  included  in  the 
graph . 

The  possibility  that  incomplete  signal  bias  existed  in  the  un¬ 
shifted  data  of  Figure  23  is  confirmed  by  the  results  shown  in  Table 
10  which  presents  data  taken  at  different  N  values  (cycles  per  burst). 
For  a  frequency  shift  of  10  MHz  the  value  of  N  had  essentially  no 
effect  on  the  average  velocity.  However,  at  zero  frequency  shift  the 
average  velocity  increased  with  N  as  would  be  expected  if  incomplete 
signal  bias  was  present.  (Increasing  N  reduces  the  effective  polar 
acceptance  angle  of  the  probe  volume  and  introduces  a  bias  toward 
higher  velocities  as  shown  previously  inSection  II  )  A  marked  in¬ 
fluence  on  the  calculated  turbulence  intensity  is  also  evident. 
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Table  10.  Demonstration  of  incomplete  signal 


Table  10  also  indicates  the  skewness  of  the  histograms  at  each 
condition.  The  skewness  har:  approximately  the  same  negative  value 
for  all  of  the  10  MHz  data,  but  is  positive  and  increases  with  N  for 


the  unshifted  data.  Again  this  is  consistent  with  the  presence  of 
incomplete  signal  bias.  The  results  indicate  that  some  incomplete 
signal  bias  existed  even  at  the  lowest  value  of  N  for  the  unshifted 
data  which  probably  accounts  for  the  average  velocity  being  somewhat 
higher  at  N  =  8  than  that  observed  for  the  shifted  data.  Another 
possibility  is  that  the  filter  used  for  pedestal  removal  cut  off 
velocity  signals  near  zero  in  the  unshifted  measurements.  However, 
the  10  MHz  data  indicated  that  there  were  very  few  velocity  realizations 
which  would  have  been  so  affected.  In  any  case  this  effect  would  have 
been  constant  with  N  and  does  not  alter  the  conclusions  relative  to 
incomplete  signal  bias. 

Figures  21  through  26  illustrate  that  both  velocity  bias  and 
incomplete  signal  bias  can  be  significant  in  turbulent  flows  and  that 
a  simple  one-dimensional  velocity  bias  correction  is  not  valid  at  tur¬ 
bulence  levels  greater  than  20  .  (It  should  be  noted  that  the  data 

shown  in  these  figures  represents  a  small  fraction  of  that  taken  during 
the  course  of  this  study.  All  the  data  exhibited  the  same  behavior.) 

The  actual  conditions  under  which  the  one-dimensional  correction  can 
be  used  may,  of  course,  depend  on  the  flow  and  these  results  should  not 
be  generalized  to  other  situations.  However,  it  would  be  useful  if 
a  general  conclusion  could  be  reached  about  a  proper  data  processing 
method  for  eliminating  velocity  bias  in  measured  data,  since  it  would 
obviate  the  need  for  a  correction. 
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Figures  21  through  26  suggest  that  it  might  be  possible  to  define 
a  ratio  of  data  to  sample  rates  above  which  a  good  approximation  to  a 
time  average  occurs,  thus  ensuring  the  absence  of  velocity  bias. 

Figure  27  is  a  plot  of  the  data  in  Figures  23  and  24  with  the  data  rate 
nondimensional ized  by  dividing  it  by  the  sample  rate.  Notice  that  the 
two  curves  for  the  10  MHz  frequency  shifted  data  (x,+)  obtained  at  data 
rates  of  25  and  250  samples  per  second  converge  to  the  same  mean  velocity 
at  high  nondimensional ized  data  rates.  However,  at  the  lower  nondimen- 
sionalized  data  rates  the  two  curves  are  divergent.  The  same  is  true 
for  the  unshifted  data  (*,0),  although  it  converges  to  a  higher  mean 
velocity  at  the  higher  data  rates  due  to  incomplete  signal  bias.  Thus, 
for  example,  data  obtained  using  a  data  rate  of  25,000  particles  per 
second  and  a  sample  rate  of  250  samples  per  second  will  yield  a 
measured  mean  velocity  closer  to  the  true  mean  velocity  than  that 
obtained  at  a  data  rate  of  2500  particles  per  second  and  a  sample  rate 
of  25  samples  per  second.  Therefore  a  criterion  for  obtaining  unbiased 
data  based  on  the  nondimensionalized  data  rate  is  insufficient.  The 
actual  data  rate  must  also  be  above  a  certain  value  to  insure  unbiased 
data.  This  may  have  some  relation  to  the  flow  structure,  but  further 
investigation  is  needed  before  any  conclusion  can  be  drawn. 
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section  vi 

CONCLUSIONS  AND  RECOMMENDATIONS 

Two  major  conclusions  may  be  drawn  from  the  results  presented  here. 
First,  velocity  bias  will  exist  in  LDV  measurements  made  with  counter 
type  processors  operating  in  the  N-cycle  mode  with  a  magnitude  related 
to  the  turbulence  intensity  and  the  data  acquisition  method.  Second, 
velocity  bias  may  be  eliminated  by  using  proper  sampling  techniques. 

The  proper  technique  involves  approximating  a  time  average  by  sampling 
the  LDV  signals  at  a  rate  significantly  slower  than  the  particle 
arrival  rate  such  that  the  data  is  recorded  at  nearly  equal  tine  inter¬ 
vals.  However,  the  accuracy  of  the  time  average  is  apparently 
dependent  on  both  the  ratio  of  the  data  rate  to  sample  rate  (nondimen- 
sionalized  data  rate)  and  on  the  actual  rate.  The  dependence  on  absolute 
data  rate  suggests  that  the  required  seeding  density  is  related  to  the 
turbulence  structure  in  the  flow.  In  the  present  study,  a  good 
approximation  to  a  time  average  was  obtained  when  the  nondimensional ized 
data  rate  exceeded  100  and  the  data  rate  was  in  excess  of  5,000  parti¬ 
cles  per  second. 

Evaluation  of  the  one-dimensional  velocity  weighting  of  McLauohlin 
and  Tiederman  showed  that  the  accuracy  of  this  bias  correction  is 
highly  dependent  on  turbulence  intensity  and  the  data  and  sample  rates 
used.  Obviously,  if  the  data  and  sample  rate  are  such  that  a  good 
approximation  to  a  time  average  occurs,  any  correction  applied  to  the 
data  wi  1 1  actually  increase  the  measurement  error.  However,  for  totally 
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biased  data,  the  correction  generally  resulted  in  a  more  accurate  mean 
velocity  measurement  at  turbulence  levels  below  20  percent.  Unfor¬ 
tunately  our  data  processing  system  did  not  permit  the  effectiveness  of 
a  residence  time  weighting  to  be  studied.  Buchave's  results  [19] 
suggest  that  this  weighting  is  more  appropriate  in  flows  with  higher 
turbulence  levels. 

At  the  present  time  the  only  general  recommendation  which  can  be 
made  regarding  turbulent  flow  measurements  is  to  vary  the  sampling 
and  data  rates  as  was  done  here  to  find  the  conditions  at  which 
apparently  unbiased  data  can  be  obtained.  This  could  be  difficult  in 
cases  where  high  data  rates  are  not  attainable.  Improved  flow  seedinq 
may  be  the  answer  if  this  is  the  limiting  factor. 

Incomplete  signal  bias  was  shown  to  cause  significant  errors  in 
turbulent  flow  measurements  performed  with  an  unshifted  LDV.  However, 
frequency  shifting  virtually  eliminated  the  problem.  The  presence  of 
incomplete  signal  bias  is  easily  detected  by  changing  the  cycles  per 
burst  setting  on  the  processor. 

The  results  obtained  in  this  study  are  based  on  a  limited  amount 
of  data.  Further  work  should  be  directed  toward  acquiring  similar 
data  over  a  wider  range  of  data  and  sample  rates.  From  this  data  it 
may  be  possible  to  develop  a  general  criterion  for  obtaining  unbiased 
measurements.  However,  since  it  appears  that  relatively  high  data 
rates  are  needed  in  any  case,  a  bias  correction  may  be  necessary  when 
high  seed  densities  cannot  be  produced.  Thus,  further  evaluation  of 
more  realistic  correction  schemes  is  needed. 
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appendix 


DATA  ANALYSIS  PROGRAM 


All  data  analysis  is  performed  by  a  FORTRAN  program  on  the  Purdue 
University  Computing  Center's  CDC  6500  computer.  The  program  consists 
of  a  main  routine  and  four  subroutines. 

The  main  routine  reads  the  data  from  disk  and  converts  the  digital 
information  to  a  Doppler  frequency  by  Equation  (8)  given  in  Section 
IH.  The  Doppler  frequency  is  used  to  calculate  a  particle  velocity 
by 


Vi  =  [sgn(fD)  -  fs  ]fr  (A-l) 

where  V..  is  the  particle  velocity,  fp  is  the  Doppler  frequency,  f  is 
the  shift  frequency  (negative  for  fringes  moving  in  the  same  direction 
as  the  flow),  fr  is  the  fringe  spacing,  and  where  sgn  is  positive  for  a 
positive  frequency  shift  and  negative  for  a  negative  frequency  shift. 
Once  the  velocities  of  all  the  data  points  have  been  determined,  the 
main  routine  calls  subroutine  STATS  to  perform  the  statistical  manipu¬ 
lations. 

STATS  determines  the  particle  mean  velocity,  U,  the  variance, 

O 

(u1)  ,  the  standard  deviation,  u',  the  standard  deviation  from  the  mean, 
a  ,  and  the  skewness  coefficient,  s,  as  given  in  the  following  standard 
equations : 
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STATS  also  calculates  mean  velocities  and  standard  deviations  using 
McLaughlin  and  Tiedennan's  one  dimensional  velocity  weighting  correction 
scheme.  However,  the  one-dimensional  weighting  produces  serious  errors 
at  velocities  near  zero  (l/lK  =  ')•  This  problem  was  eliminated  by 
using  a  ensemble  average  for  velocities  between  -.1  and  .1  m/s  and  the 
weighted  average  for  the  remaining  velocities.  The  two  means  were  then 
weighted  by  the  number  of  realizations  in  each  and  averaged  to  deter¬ 
mine  the  corrected  mean  velocity. 

A  histogram  of  the  data  is  plotted  using  subroutines  HIST  and 
USHV1 .  The  program  also  contains  a  data  editing  subroutine  called 
SELECT.  SELECT  edits  the  data  set  by  one  of  three  methods.  The  first 
method  removes  any  data  points  which  do  not  lie  within  a  specific 
number  of  standard  deviations  from  the  mean.  The  second  method  allows 
one  to  specify  a  maximum  and  minimum  velocity  for  a  data  set.  The  third 
method  creates  a  histogram  of  the  data  with  specific  number  of  bins. 
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The  bins  at  the  ends  of  the  histogram  which  do  not  contain  the  desired 
minimum  number  of  velocity  realizations  are  removed.  After  editing, 
STATS,  HIST,  and  USHV1 ,  are  called  to  determine  statistical  quantities 
and  plot  histograms  of  the  revised  data.  A  typical  histogram  of  velocity 
data  created  before  and  after  editing  the  data  with  a  3a  cutoff  are 
shown  in  Figures  A1  and  A2.  Generally,  the  3o  cutoff  was  used  to 
edit  the  data  set,  and  it  was  found  to  work  well  at  elminating  ex¬ 
traneous  data  points. 
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